To explore the feasibility of MR Fingerprinting (MRF) to rapidly quantify relaxation times in the human eye at 7T, and to provide a data acquisition and processing framework for future tissue characterization in eye tumor patients. 
structures behind the globe such as the eye muscles. Currently, however, these applications are mainly based on qualitative MRI methods using the large number of tissue contrasts addressable by MR. As an example, in Graves' ophthalmopathy fat-suppressed T 2 -weighted MRI is the standard to detect inflammation in the eye muscles, 4, 5 whereas in the diagnosis of retinoblastoma, a rare intraocular cancer in children, standard T 1 -and T 2 -weighted MRI is often performed to confirm the presence of the tumor and to screen for potential optic nerve involvement. 2 In more recent ophthalmologic applications of MRI, such as uveal melanoma (the most common primary intraocular tumor), quantitative MRI techniques including DWI 6 and DCE imaging 7 have been shown, but currently diagnosis is still based on qualitative methods. 3 To personalize treatment plans quantitative parameters of the tissues involved, as can be acquired invasively for example by performing biopsies, 8 are highly desirable. However, quantitative parameter mapping by means of MRI requires long examination times, which would result in significant eye-motion artifacts, as well as patient discomfort. 9 MR fingerprinting (MRF) is a recently introduced method for rapid quantitation of tissue relaxation times and other MR-related parameters. 10 It uses a flip angle sweep to induce a unique signal evolution for each tissue type. Incoherent undersampling can be applied during sampling of the MRF train, enabling acceleration of the MRF scans. 10 Together with its ability to measure simultaneously T 1 and T 2 , MRF offers a solution to the problem of obtaining quantitative measures in an efficient manner and in relatively short scanning times. One of the main challenges in ocular imaging is in-plane and through-plane eye motion, often associated with eye blinking. [11] [12] [13] The motion results in corrupted k-space data that introduces artifacts and blurring throughout the entire image. Shortening the scans would reduce motion-related artifacts, but standard acceleration techniques are not optimal for the current eye application due to the following 3 reasons. First, a cued-blinking protocol is typically used to control and reduce the eye motion. 3, 11 This requires an instruction screen placed at the end of the MR tunnel to be visible to the patient which complicates the use of small phased array receive coils in front of the eye, blocking the view. Instead, a custom-built single-element eye loop coil is used, which provides a high local SNR 3 and screen visibility, but which clearly excludes the possibility of scan acceleration by means of parallel imaging. 14 Second, the gel-like vitreous body has an extremely long T 1 , particularly at high field. 15 Its value of 3 to 5 s requires a long duration of the MRF sequence to encode the MR parameters (T 1 ,T 2 ) sufficiently. Thus, using a flip angle train with a small number of RF pulses is not feasible, hindering scan time reduction. Finally, a time-efficient spiral sampling scheme, usually applied in MRF, 10, [16] [17] [18] [19] introduces off-resonance effects in each of the individual MRF images. 20 This occurs even when combined with unbalanced sequences such as fast imaging with steady state precession, 16 which are in themselves robust to off-resonance effects. 21 The off-resonance effects present in spiral sampling schemes are much stronger at high field, where they result in blurring, 22 caused by strong main field inhomogeneities (particularly in the eye region due to many air-tissue-bone interfaces), as well as the presence of significant amounts of off-resonant orbital fat around the eye. In this work, a Cartesian sampling scheme is used, which is more robust than spiral sampling to off-resonance effects, but which is significantly less time-efficient. 23 With such a Cartesian sampling scheme, undersampling artifacts have a more structured nature compared with spiral sampling, which increases the temporal coherence of the artifacts in the MRF image series. 10, 20 In this case, direct matching of the measured MRF signal reconstructed by plain Fourier transformations, to the simulated dictionary elements is not sufficiently accurate for high undersampling factors. 24, 25 Therefore, the quality of the reconstructed MRF data has to be improved before the matching process.
Compressed sensing (CS) has been introduced as a technique to reconstruct images from randomly undersampled data by enforcing signal sparsity (in the spatial dimension only or both in spatial and temporal dimensions), 26, 27 allowing a scan time reduction in many applications. [28] [29] [30] The flexibility of MRF toward different sampling schemes and undersampling factors makes it possible to reconstruct the source images by means of CS. 27, 31, 32 Higher acceleration factors might be feasible if the correlation in the temporal dimension is better used. 33 Examples of such reconstructions specifically tailored to MRF are given in Davies et al, Pierre et al, and Zhao et al [34] [35] [36] which take into account the simulated dictionary atoms in the image reconstruction process. Recent work has shown that the temporal correlation in the MRF data can be exploited even further by incorporating the low rank structure of the data into the cost function, 37 a technique which was introduced into MR in Liang 38 and in MRF in Zhao 39 and used by many others [40] [41] [42] : these techniques can also be combined with sparsity constraints. 43, 44 Most of the aforementioned techniques involve Fourier transformations in each iteration, making the reconstruction process time-consuming. In this application, the single-element receive coil allows us to perform the reconstruction process entirely in k-space when exploiting the low rank structure of the MRF data as is performed in matrix completion (MC)-based reconstructions. 42, 45 In this work, undersampled Cartesian ocular MRF is investigated using CS and MC-based reconstructions. Simulations and experiments performed in 6 healthy volunteers for confirmation are compared with fully sampled MRF in terms of the quality of the parameter maps, and mean relaxation times were derived for different ocular structures at 7T. Finally, parameter maps after an MC-based reconstruction are included for a uveal melanoma patient, showing the feasibility of ocular MRF in eye tumor patients.
| METHODS

| Fingerprinting definition
The MRF encoding principle is based on a variable flip angle train with relatively short TRs, so that the magnetization after each RF pulse is influenced by the spin history. Following closely the implementation of the sinusoidal MRF pattern described in Jiang et al, 16 a flip angle pattern of 240 RF excitation pulses ranging from 0° to 60° (see Figure 1A) was defined by the function preceded by an inversion pulse (16) . A fast imaging with steady state precession sequence was used, 16, 19 in which the TE was chosen as 3.5 ms and 4.0 ms for low resolution scans and high resolution scans, respectively. The selected excitation RF pulse had a time-bandwidth product of 10, resulting in a reasonably sharp slice profile. The RF pulse phase was fixed to 0°. To simplify dictionary calculations, because of the simplification of the magnetization coherence pathways, 46 the TR was set to a constant value of 11 ms.
A 3D dictionary was calculated following the extended phase graph formalism, 21, 46 based on the Bloch equations, 47, 48 incorporating 27,885 signal evolutions. 46 T 1 values ranged from 10 to 1000 ms in steps of 10 ms, and from 1000 to 5000 ms in steps of 100 ms. T 2 values ranged from 10 to 100 ms in steps of 10 ms and from 100 to 300 ms in steps of 20 ms. A B 1 + fraction ranging from 0.5 to 1.0 in steps of 0.05 was incorporated into the dictionary calculation. To shorten the scan time, we used a short waiting time between repetitions of the MRF train (called the repetition delay) of 2.5 s. Therefore, each MRF scan was preceded by 3 dummy trains to establish steady state magnetization, 19 which was considered in the dictionary calculation. The longitudinal magnetization after the 3 dummy trains, required for correction of the M 0 maps, was calculated for each T 1 /T 2 combination. The repetition delay of 2.5 s was efficiently used as the blink time.
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| Experimental setup
All experiments were approved by the local medical ethics committee, and all volunteers and patients signed an appropriate informed consent form. The experiments in this study were performed on 6 healthy volunteers and 1 uveal melanoma patient using a 7T MR system (Philips Healthcare) equipped with a quadrature head volume coil (Nova Medical) for transmission and a custom-built single-element eye coil for reception, with a diameter of approximately 4 cm. 3, 49 A cued-blinking protocol was followed, which means that all subjects were instructed to focus on a fixation target shown on a screen during data acquisition and to blink in the 2.5 s repetition delay. This was performed using a small mirror integrated into the eye coil, allowing visualization of a screen placed outside the magnet through 1 eye, while the eye to be imaged was closed and covered by a wet gauze to reduce susceptibility artifacts in the eye lid. 50 This setup is shown schematically in Figure 1B .
| MR data acquisition
Because of the presence of significant orbital fat around the eye, and the sensitivity of the spiral to off-resonance resulting in blurring, 22 . The lower resolution scan was performed twice, the first fully sampled to serve as a reference, and the second one undersampled. The scan time of the fully sampled scan was 7:02 min, while the scan time of the undersampled scan, in which 15% of the data was acquired, was 1:16 min. The high resolution scan was only acquired as an undersampled data set, in which 12.5% of the data was acquired, resulting in a scan time of 1:57 min. In the undersampled scans a simple variable density k-space sampling was applied, schematically shown in Figure 1C , supporting both CS and MC-based reconstructions.
A fully sampled center of k-space was acquired for each time point consisting of 6/8 k-space lines for the low resolution/high resolution scans, respectively. For all scans, the FOV was set to 80 × 80 mm 2 , resulting in an acquisition matrix of 80 × 80 and 160 × 160 for the low and the high resolution scans, respectively. The phase encoding direction was set from left-to-right to minimize contamination by any residual motion artifacts in the eye lens, and the read out direction was set to the anterior-posterior direction. 
| Reconstruction
For each time point, the corresponding images were reconstructed from the available data, using custom software written in MATLAB (Mathworks, Inc) and run on a Windows 64-bit machine with an Intel i3-4160 CPI @ 3.6 GHz and 16 GB internal memory. Different reconstructions were performed: (i) a fast Fourier transform (FFT) of the fully sampled data and of the zero-filled undersampled data; (ii) a CS reconstruction with total variation regularization in the spatial dimension (2D CS), and with total variation in both spatial and temporal dimensions (3D CS) of the undersampled data; (iii) an MC-based reconstruction of the undersampled data. 
| CS reconstruction
In this reconstruction, the complete image series is reconstructed by iteratively solving the nonlinear problem through the unconstrained version
The MRF sequence, instructed blinking set-up, sampling pattern, and temporal correlation used in all experiments. A, Each flip angle train is preceded by an adiabatic 180° inversion pulse. The flip angle pattern consists of 240 RF pulses ranging from 0° to 60°. The total number of repetitions K of the MRF train is determined by the undersampling factor. The 2.5 s repetition delay between trains allows for instructed eye blinking when the scanner is not acquiring data. B, During data acquisition, a cross is shown on a screen placed at the end of the MR tunnel, which can be seen through 1 eye by means of a small mirror attached to the eye coil. During the repetition delay, the cross changes into a red circle, indicating that blinking is allowed before data acquisition starts again. The single loop eye coil setup is illustrated as well. C, Each time point (shot number) in the flip angle train is sampled differently. A simple variable density scheme is used. The outer region of k-space is randomly sampled, whereas the central part of k-space is fully sampled for each time point. The incoherent variable density sampling allows a CS reconstruction, while the fully sampled center can be used as calibration data for the MC-based reconstruction. D, The singular values of the central k-space/calibration matrix decay very quickly, which shows the low rank property of the eye MRF data, and forms the basis of the MC-based reconstruction. Plots were generated for an undersampling factor of R = 12.3 in the outer region of k-space, which results in a total undersampling factor of 6. In this formulation, F ∈ ℂ Nt×Nt is a block diagonal matrix with the 2D Fourier transform matrix in each diagonal block, R ∈ ℂ Nt×Nt is a diagonal matrix incorporating the sampling locations, y u ∈ ℂ Nt×1 is the undersampled k-t space data, x ∈ ℂ Nt×1 is an estimate of the true image series and TV is a total variation operator which is used to enforce sparsity in the reconstruction. 52, 53 Here, N is the number of k-space locations per image frame and t is the number of measured time points (or flip angles in the MRF train). The regularization parameters and in Equation 1 were determined empirically and set to = 0.1 and = 0.2. Two basic versions of the total variation operator, were implemented to investigate the effect of promoting sparsity either only in the spatial dimension (2D CS) or in both the spatial and temporal dimensions (3D CS). In these expressions, ∇ x ,∇ y and ∇ t are the first derivative operators acting on the spatial x and y dimensions and the time dimension, respectively. Solving the problem given in Equation 1 is done in this work using Split Bregman. For details on this algorithm the reader is referred to Goldstein and Osher. 
| MC reconstruction
Similar to CS with the TV operator acting in 3 dimensions (see Equation 3 ), MC uses the information from the temporal dimension. 45, 55 A main difference between CS and MC, however, is that sparsity of singular values, which is a priori information in the MC reconstruction, can be observed both in image space and in k-space. This allows one to complete the entire reconstruction in k-space, which is computationally efficient, especially if only a single receiver coil is used. 42 The MC-based reconstruction iteratively solves with ‖ • ‖ * being the nuclear norm,  Ω the sampling operator selecting the measured k-t space locations, M u ∈ ℂ t×N the undersampled k-t space data and M ∈ ℂ t×N an estimate of the true k-t space. The nuclear norm of M sums the singular values of M, and can thus be written as ‖ (M)‖ 1 , where transforms M into a vector containing the singular values of M. The central k-t space is used as calibration data, of which the rank can be used as a priori information in the reconstruction of undersampled data. In this process, a projection matrix  U n ∈ ℂ t×t projects in each iteration i the undersampled data matrix M i onto a low-rank subspace spanned by the columns of U n ∈ ℂ t×n , such that with Here, U n contains the n most significant left singular vectors of the calibration matrix M c ∈ ℂ t×p and is constructed from the full singular value decomposition
, which is performed once at the beginning of the algorithm. In the second step of each iteration, the data are updated according to
The value n was determined empirically from the singular value plots (shown in Figure 1D for 1 volunteer) and set to 4 for all MC-based reconstructions. Further details of the adopted algorithm to solve Equation 4 , and its implementation can be found in Doneva et al. 42 To ensure convergence of the iterative CS and MC-based reconstructions, 40 Split Bregman iterations (1 inner loop) were used for the CS reconstructions and 100 iterations were used for all MC-based reconstructions.
To judge the performance of the reconstruction methods, relative error measures are defined throughout the manuscript as where u ref is the fully sampled image series and both u and u ref are vectorized.
| Dictionary matching process
For each subject, the measured B 1 + map was used to calculate an average B 1 + value in the eye. Based on this value, a 2D subdictionary was chosen that matches the drop in B 1 + for each volunteer. Each voxel signal in the reconstructed MRF image series was then matched to an element of the subdictionary. In this process, the best match between the measured signal and the dictionary elements was found for each voxel by solving
t×1 is the ith normalized dictionary element and s ∈ ℂ t×1 is the normalized measured signal. The index m that maximizes the inner product describes the dictionary element d m (with corresponding T 1 and T 2 values) that gives the best match with the measured signal. Finally, the scalar proton density per voxel was determined from the model where S ∈ ℂ t×1 is the nonnormalized signal per voxel and D m ∈ ℂ t×1 the nonnormalized dictionary element corresponding to the best match d m , such that r is a value between 0 and 1, describing the fraction of the initial longitudinal magnetization that is left after the dummy trains, also depending on T 1 and T 2 , which takes into account the short repetition delay in between the MRF trains. M 0 maps are all shown on a log-scale due to the high dynamic range of the respective proton densities, with that of the vitreous body being more than an order of magnitude larger than other structures. The processed T 1 , T 2 , and M 0 maps were compared for different reconstruction methods (FFT, 2D CS, 3D CS, and MC) and for different acquisitions (low spatial resolution, high spatial resolution).
T 1 and T 2 values were averaged in different regions of interest, annotated in Figure 1E for each volunteer. These values were used to determine mean ± SD values over all volunteers for the different reconstructions. Figure 2 shows the parameter maps (T 1 , T 2 , and M 0 ) obtained for different reconstruction methods, after subsampling the fully sampled k-space data of 1 healthy volunteer. Even though an incoherent sampling scheme was used, a zero-filled FFT reconstruction does not lead to accurate parameter maps. The CS reconstruction with total variation regularization in the spatial domain leads to only minor improvement for the high undersampling factor that was chosen. The results show that including the sparsity constraint in the temporal dimension on top of the spatial dimension improves the CS reconstruction, with the largest improvement in the optic nerve and the lens nucleus, indicated by the white arrows. The total undersampling factor of 6.7, however, in combination with the low resolution reconstruction matrix and the single channel signal, results in loss of detail in the CS approach. This is not the case for the MC-based reconstructions. The parameter maps resulting from the MC-based approach are very close to the parameter maps obtained from the fully sampled scan, enabling visualization of the extraocular muscles and the orbital fat, indicated by the white circles. The error maps in Figure 2 , defined as the relative difference with the parameter maps from the fully sampled scan, given in percentages, confirm these findings. The error has a more noise-like behavior for the MC-based reconstruction compared with the CS reconstruction, and is much lower in the sensitive region of the eye coil. The error maps for T 1 show larger percentage improvements compared with T 2 . These general trends were also true for different undersampling factors (see Supporting Information Figure S1 , which is available online).
| RESULTS
| Simulation results
| Experimental results
Parameter maps obtained in an undersampled experiment are shown in Figure 3 for low spatial resolution images. The experimental results confirm the findings from the simulation study. The parameter maps obtained from the undersampled MRF scan with a 3D CS reconstruction show loss of detail compared with the parameter maps obtained with an MC-based reconstruction. This is especially visible in the M 0 maps. For the MC-based reconstruction, the parameter maps are similar quality to those obtained from the fully sampled scans, showing the feasibility of accelerating MRF in the eye using a Cartesian sampling scheme. It should be noted that the full k-space data and the undersampled k-space data originate from different scans, which is why residual motion artifacts are different between the resulting parameter maps. The parameter maps at high resolution in Figure 4 show more detail compared with the parameter maps at low resolution in Figure 3 , indicated by the white circle. For the high resolution case, however, the 3D CS reconstruction gives larger improvements compared with the low resolution case.
Parameter maps obtained in the 6 different volunteers for the low resolution scans are shown in Figure 5 . In all volunteers, some inhomogeneities are visible in the vitreous body, which is a region that is very sensitive to any type of motion or system imperfections because of the low sensitivity of the MRF sequence for very long T 1 compared with short T 1 . This effect is illustrated in Figure 6 , where differences in short T 1 values (500-1000 ms) result in more distinguishable dictionary elements compared with the same absolute differences in long T 1 values, (3500-4000 ms) especially in the first half of the MRF train. These inhomogeneities differ slightly between successive scans in the same volunteer, and are more visible in the scans of volunteer 3 ( Figure 5C ) and volunteer 5 ( Figure 5E ). Overall, the shortened scan time reduces the risk of motion artifacts, which is clearly visible in volunteers 5 and
6 ( Figure 5E ,F). The high resolution parameter maps for the same volunteers are shown in Supporting Information Figure S2A -F, with several regions of improved structural detail indicated by the white circles. Average T 1 and T 2 values in the lens nucleus, the vitreous body, the orbital fat, and the extraocular muscles are reported in Table 1 for the different low resolution scans and reconstruction methods. The relaxation times obtained with a CS reconstruction are relatively close to those of the MC-based reconstruction, but differences are observed in small anatomical structures such as the extraocular muscles and the eye lens. Differences between the relaxation times from the MCbased reconstructions and the FFT of the fully sampled data can in part be explained by the fact that motion artifacts differ from scan to scan. Average relaxation times obtained from high resolution scans (not reported) follow the results for the low resolution scans. Reference T 1 values at 7T reported in Richdale et al 15 are included in Table 1 ; it should be noted that these reported values show large differences in relaxation times between different measurement techniques. Parameter maps in a uveal melanoma patient are shown in Figure 7 , together with a T 2 -weighted, fat-suppressed, TSE F I G U R E 2 Simulated effect of different reconstruction methods on the parameter maps. Columns 1 to 4 show parameter maps after reconstruction of subsampled source images using a zero-filled FFT, CS with spatial regularization (2D), CS with spatial and temporal regularization (3D), and MC. Column 5 shows parameter maps after an FFT of the fully sampled data. Adding the temporal regularization in the 3D CS reconstruction improves the quality of the parameter maps (M 0 , T 1 , T 2 ) compared with the zero-filled FFT and the 2D CS reconstruction (see white arrows). The parameter maps resulting from an MC-based reconstruction show more detail (see white circles), much smaller errors, and the errors have a more noise-like structure. Note that all M 0 maps are shown on a log-scale due to the high dynamic range of the tissue proton densities image for anatomical reference. The tumor and the detached retina are characterized in the MRF maps by much lower T 1 , T 2 , and M 0 values compared with the vitreous body, which allows for clear discrimination between tumor and healthy tissue. Dictionary matches and measured signals (both normalized) in the detached retina, the lens nucleus, the eye tumor, and the fat are also shown. The average values in regions of interest are reported in Table 2 .
Reconstruction times for the different reconstruction methods were averaged over 6 healthy volunteers and reported in Table 3 . The iterative nature of CS and MC increases the reconstruction times compared with the direct FFT reconstruction, but the MC-based reconstruction is much more time-efficient because it is performed entirely in k-space, and uses only fast matrix vector multiplications. 42 
| DISCUSSION
The results in the simulation study clearly show the benefit of using the temporal dimension in the reconstruction of MRF data, as is performed using MC. The low rank property of the signal evolutions allows higher undersampling factors than in a CS reconstruction, in which the TV operator was used to enforce sparsity in the temporal as well as in the spatial dimensions. The experimental results confirmed these findings, and showed the feasibility of reducing the MRF scan time with the proposed MC-based reconstruction from 7:02 min to 1:16 min. Using MC, high resolution parameter maps can be obtained, which was out of practical reach for full sampling due to the long scan time. The technique was also demonstrated in a uveal melanoma patient, in which relaxation times showed a clear difference between tumor and healthy tissue.
The CS reconstruction resulted in smoothed parameter maps, which averages out motion artifacts, but also reduces the amount of visible detail. One reason why the CS reconstruction did not perform as well as the MC-based reconstruction might be that the TV operator is not the optimal sparsifying transform for transforming the measured data along the temporal domain. Other sparsifying transforms, such as the Wavelet transform or even learned transforms or dictionaries, 56, 57 might result in improvements of the parameter maps after a CS reconstruction. For the high resolution data, however, the 3D CS reconstruction seemed to perform better compared with the low resolution case, while the MCbased reconstruction performed well in both the low and the high resolution cases. This suggests that the CS reconstruction is more dependent on the resolution of the acquired data than MC, which might be explained by the fact that MC, as ) resolution confirm the findings from the simulation (c.f., Figure 2 ). The parameter maps obtained from a CS reconstruction show loss of detail. The quality of the maps obtained from the undersampled scan after an MC-based reconstruction is comparable to the quality of the maps from a fully sampled scan. Inhomogeneities are visible in the vitreous body, which is very hard to accurately encode due to the low sensitivity of the MRF train for very long T 1 values implemented here, does not incorporate any spatial correlation into the reconstruction process. Furthermore, reducing the resolution might reduce the sparsity of the images in appropriate transform domains, while this is one of the key ingredients for CS to work.
Images from undersampled scans were reconstructed with MC, in which the chosen rank of the projection matrix influences the error. Here, the number of incorporated singular values was determined empirically in a simulation study: 4 singular values resulted in the smallest error after 100 iterations of the algorithm. Other sampling patterns, flip angle trains or anatomies will likely require new optimization of the projection matrix. In the current acquisition, 15% or 12.5% of the data was acquired with 6 or 8 fully sampled central k-space lines for each image frame. Further tuning of the sampling pattern might improve the accuracy of the reconstructions or allow even shorter scan times. One should keep in mind, however, that the sampled k-t lines are used to reconstruct the missing k-t lines. Because higher undersampling factors result in shorter scan times, this reduces the risk of motion-corrupted k-space lines, but if there is still significant motion, this affects a larger percent of the acquired data.
Therefore, care should be taken to find a balance between the scan time and the robustness of the reconstruction algorithm to motion.
In this work, the projection matrix was constructed from the central k-t lines of the measurement data. In Doneva et al, 42 it was shown that this type of projection matrix results in a more accurate reconstruction compared with a projection matrix constructed from randomly selected k-t lines due to the lower SNR in the latter case. Other works have used the simulated MRF dictionary as calibration data, which would eliminate the need to fully sample the centers of k-space. 41 Such an approach will probably show a steeper decay in normalized singular values due to the absence of noise and motion in the simulations (see Supporting Information Figure S3 ). The central k-space based projection matrix, however, results in a smaller reconstruction error, indicating that the central k-space approximates the rank of the measurement data better. Further work should investigate whether this approach could be advantageous in terms of mitigating motion artifacts. As an alternative approach to the method used in our work, in which a low-rank constraint is added as a penalty term to the cost function,
F I G U R E 4
The effect of different reconstruction methods on the parameter maps of experimental data at high resolution. Parameter maps obtained at high (0.5 × 0.5 × 5.0 mm 3 ) resolution for the same subject as in Figure 3 show more structural detail, indicated by the white circle. Note that Figure 3 and Figure 4 were different scans, in which motion artifacts are also different. Fully sampled data sets were not acquired for the high resolution case due to the prohibitively long scanning times required | KOOLSTRA et al.
F I G U R E 5
The parameter maps in all healthy volunteers. Parameter maps, resulting from low resolution scans, obtained in 6 healthy volunteers are shown in (A-F), respectively. In all volunteers, the parameter maps obtained from a CS reconstruction (3D CS) show loss of detail compared with the maps obtained from the undersampled scan after an MC-based reconstruction, for which the quality is comparable to that of the fully sampled scan: values are given in Table 1 . In some volunteers the inhomogeneities in the vitreous body appear stronger than in others, which probably correspond with cases of more motion. This can also be seen in (E,F), where the quality of the maps is better for the shorter scans (MC) compared with the fully sampled ones
the low-rank property of the unknown image series can be incorporated directly in the data fidelity term, transforming the minimization problem into a linear one, which may be beneficial in terms of computational costs. 41 It would be interesting to compare the accuracy of the 2 methods in future work.
Although this study has shown the feasibility of using MR fingerprinting to characterize the relaxation times of different anatomical structures in the eye, eye motion can still be a limiting factor. The parameter maps presented in the results section show inhomogeneities in the vitreous body, which can be a result of different types of motion in the eye (see Supporting Information Figure S4 ). The presence of motion in combination with the long T 1 of the vitreous body and the low sensitivity of the MRF train to these long values, make it challenging to accurately map the relaxation times in the vitreous body itself, as was shown in Figure 6 . Adopting a longer MRF train, as well as pattern optimization of the MRF train, might help to increase the encoding capability, but a longer time between the cued-blinks will strongly increase the chance of blink-induced artifacts. However, one should recognize from a clinical point-ofview that for almost all ocular conditions the vitreous body is not affected and, therefore, an accurate quantification of its T 1 is clinically not relevant. Outer volume suppression pulses, applied immediately before the inversion pulse or during 0 flip angle phases in the MRF train, might offer a way to reduce the flow of fresh magnetization (caused by motion) coming from slices above and below the imaging slice or from the left and the right of the imaging field of view, during repetitions of the flip angle train. However, such an approach and its effect on the quality of the parameter maps has to be investigated further.
The parameter maps corresponding to patient data showed a very large difference between tumor tissue and healthy vitreous body, suggesting that fully homogeneous regions of T 1 in the vitreous body are not necessary for disease quantification and classification. Future work should investigate the extension of the current single slice approach to a 3D approach, such that the entire eye can be efficiently quantified from 1 scan. a Mean values of reconstruction times in seconds calculated over 6 healthy volunteers for CS 3D, MC, and the direct FFT. The reconstruction times for both CS and MC take longer compared to the direct FFT due to the iterative process, but the MC-based reconstruction is much more time-efficient than the CS reconstruction because it is performed entirely in k-space. The measured relaxation times are different between volunteers, potentially explained by anatomical or other volunteer-specific differences. Small differences in relaxation times were observed for different scans in the same volunteer, caused by motion artifacts that change from scan to scan, but overall they are consistent within each volunteer, which is important for the use of this technique in practice. Considering the large deviations in measured relaxation times between different studies, it will be interesting to compare the MRF technique to standard T 1 and T 2 mapping techniques on a patient-specific basis, and in this way investigate the origin of deviations from mean values as well as compare the robustness to motion for the different techniques.
F I G U R E 7
It should be noted, however, that in Ma et al, 58 it was already observed that MRF values do not always agree perfectly with reference values from other techniques, and potential reasons for this need to be investigated. Parameter maps in the current study were not corrected for slice profile effects, but all experiments were performed using an RF pulse with a very high time-bandwidth product, minimizing the effects as demonstrated in Ma et al. 58 The flip angle map, which is used as an input in the matching process, was produced with DREAM, in which the B 1 + encoding slice thickness was set to be double the acquisition slice thickness to eliminate the slice profile effect. 51 Values for the optic nerve were not reported in this study because the optic nerve was not visible in all scans due to small differences in planning and anatomy, and the slice thickness of 5 mm makes the measured values in the optic nerve very sensitive to partial volume effects. These partial volume effects also complicate quantification of heterogeneous tumors. In particular, tumor relaxation values could become inaccurate due to averaging with the strong signal coming from the surrounding vitreous body. Planning the imaging slice through the tumor as well as through the center of the vitreous body, such that the imaging plane is perpendicular to the tangent along the retina, would help to reduce these effects.
One limitation of the current study is the rather high slice thickness used (which is limited by the gradient strengths). With small changes in the sequence such as using a slightly longer echo time, acquisition and reconstruction of a 2-mm-thick slice is feasible (see Supporting Information Figure S5 ). The in-plane resolution of 0.5 mm is satisfactory for tumor quantification and classification, as well as visualizing small structures such as the sclera and the ciliary body.
The results in this study show the potential to perform ocular MRF in tumor patients. To adopt ocular MRF in clinics, the technique could be further tailored to quantify specifically the relevant T 1 and T 2 values of tumors. Extensions to multislice or 3D acquisitions could be developed such that the whole tumor volume can be covered and quantified.
Further studies should investigate which clinical applications will benefit from ocular MRF and in that way explore the clinical relevance of the technique.
In conclusion, the high undersampling factors used for this Cartesian, nonparallel imaging-based approach shorten scan time and in this way reduce the risk of motion artifacts, which is most relevant for elderly patients, who typically experience difficulties focusing on a fixation target.
